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1. Introduction    
Needs for quantitative optical measurements are expanding in various applications where 
measurement conditions are very different. For precise measurements, uncertainties caused 
by difference in measurement conditions should be taken into consideration. Measurement 
conditions for the use of photodiodes include what kind of source is used like whether it is 
monochromatic or continuum spectrum, collimated or divergent, polarized or unpolarized, 
what the beam geometry is like whether it is oblique incident or normal incident, 
underfilled or overfilled, what power level the detector receives and so on.  
Since photodiodes are optoelectronic devices, both optical and electronic properties are 
important. Contrary to electronic properties of photodiodes, optical properties, especially 
spectral properties like polarization dependence and beam divergence dependence have 
seldom been reported except from the author’s group (Saito, T. et al., 1989; Saito, T. et al., 
1990; Saito, T. et al., 1995; Saito, T. et al., 1996a; Saito, T. et al., 1996b; Saito, T. et al., 2000). 
Most photodiodes can be optically modelled by a simple layered structure consisting of a 
sensing semiconductor substrate covered by a thin surface layer (Saito et al., 1990). For 
instance, a p-n junction silicon photodiode consists of a silicon dioxide film on silicon 
substrate and a GaAsP Schottky photodiode consists of a gold film on GaAsP substrate. 
Even with a single layer, optical properties of the whole system can be very different from 
those for a substrate without surface layer due to the interference effect and absorption by 
the surface layer. To understand spectral properties like spectral responsivity and 
polarization responsivity dependence on angle of incidence, rigorous calculation based on 
Fresnel equations using complex refractive indices of the composing materials as a function 
of wavelength is necessary.  
When the incident photon beam is parallel and there is no anisotropy in the sensing surface, 
there is no need to consider on polarization characteristics of photodiodes. However, when 
incident beam has a divergence, one has to take polarization properties into account since 
there are components that hit detector surface at oblique incidence (Saito et al., 1996a). To 
measure divergent beam power precisely, detectors ideally should have cosine response. 
Deviation from the cosine response also can be obtained from the theoretical model (Saito et 
al., 2010). 
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Historically, while photodiodes were started to be designed and manufactured mostly for 
the use in the visible and infrared, so-called semiconductor detectors like Si(Li) or pure-Ge  
detectors were developed independently to detect ionizing radiation like γ-rays. In these days, 
some photodiodes can also be used in a part of the ionizing radiation region (Korde, R. et al., 
1993) by overcoming the most difficult spectral region, UV and VUV where all materials 
exhibit the strongest absorption. In the low photon energy region near the semiconductor 
bandgap, intrinsic internal quantum efficiency is expected to be unity. On the other hand, in 
the much higher photon energy range like in the γ-ray region, intrinsic internal quantum 
efficiency becomes proportional to the photon energy due to impact ionization. By combining 
the spectral optical properties and the intrinsic internal quantum efficiency behaviour, one can 
estimate absolute external quantum efficiency at any photon energy when there is no carrier 
recombination. Probability of surface recombination is typically dominant and becomes high 
when absorption in the substrate becomes strong, that is, in the UV and VUV regions.  
In this chapter, after introduction and explanations for fundamentals, the above-mentioned 
calculation model for spectral quantum efficiency is described. Experimental results on 
spectral responsivity, linearity, spatial uniformity, angular dependence, divergence 
dependence, photoemission contribution follows to understand the spectral properties of 
photodiodes.  
2. Basis on photodiodes 
Fundamental information about photodiodes on the structure, principle, characteristics etc. 
can be found, for instance, in (Sze, S.M., 1981). 
2.1 Terms & units 
Definitions of technical terms and quantities used in this paper basically follow the CIE 
vocabularies (CIE, 1987). Photodetectors are devices to measure so-called intensity of the 
incident radiation. There are two ways to express radiation intensity; one is photon flux, Φ, 
defined by number of incident photons per unit time, and the other is radiant power, P, 
defined by radiant energy of the incident radiation per unit time. The two quantities are 
connected by the following equation where h is Plank constant, λ the wavelength in 
vacuum, and c the light velocity in vacuum. 
 
PΦ
hc
λ=  (2.1) 
Sensitivity, the output divided by the input, of photodetectors is also expressed in two ways 
corresponding to the two expressions for the input. One is quantum efficiency, η, defined by 
the number of photo-generated carrier pairs divided by the number of photons, and the 
other is responsivity defined by the photodetector output divided by the radiant power. In 
the case where photodetector is irradiated by monochromatic radiation, an adjective, 
spectral, which means a function of wavelength and not a spectrally integrated quantity, is 
added in front of each term (quantum efficiency or responsivity). When the photodetecotor 
is irradiated by monochromatic radiation and the photodetector output is expressed by 
photocurrent, spectral quantum efficiency, η, and spectral responsivity, s, in A/W are 
related by the following equation where e is the electronic charge in C, E the photon energy 
in eV, λ the wavelength in nm, 
www.intechopen.com
Spectral Properties of Semiconductor Photodiodes  
 
5 
 
1240
e
s
hc E
λη η λη= = ≈  (2.2) 
It should be noted that for non-monochromatic radiation input, conversion between 
quantum efficiency and responsivity is impossible without the knowledge on the spectral 
distribution of the input radiation. 
For both quantities of quantum efficiency and responsivity, further two distinct definitions 
exist corresponding to the two definitions for the input. One is the case when the input 
radiation is defined by the one incident to the detector and the other is the case when the 
input radiation is defined by the one absorbed in the detector. To distinguish the two cases, 
term, external (sometimes omitted) and internal is further added in front of each term for the 
former and the latter, respectively. For instance, internal spectral responsivity means 
photocurrent generated by the detector divided by the radiant power absorbed by the 
detector. When we define more specifically that internal spectral responsivity is 
photocurrent divided by the radiant power absorbed in the sensitive volume, internal 
spectral responsivity, sint, and external spectral responsivity, sext, are connected by the 
following equation when reflectance of the system is R, absorptance of the surface layer A, 
transmittance of the surface layer (into the sensitive substrate) T. 
 int
int
(1 )exts R A s
Ts
= − −
=  (2.3) 
Similarly, internal spectral quantum efficiency, ηint, and external spectral quantum 
efficiency, ηext, are connected by the following equation. 
 int
int
(1 )ext R A
T
η η
η
= − −
=  (2.4) 
2.2 Principle & structure 
A photodiode is a photodetector which has one of the structures among p-n, p-i-n, or 
Schottky junction where photo-generated carriers are swept by the built-in electric field. For 
instance, a p-on-n type silicon photodiode is constructed by doping p-type impurity to an n-
type silicon substrate so that the p-type dopant density is larger than the n-type dopant 
density. For the purposes of anti-reflection and of passivation, silicon surface is typically 
thermally oxidized to form a silicon dioxide layer. Once the p-n junction is formed, each 
type of free carriers (holes in the p-type and electrons in the n-type) starts diffusing to its 
lower density side. As a result, ionized acceptors and donors generate strong built-in electric 
field at the junction interface. Since the built-in electric filed generates forces for holes and 
electrons to drift in the reverse direction to the direction due to the diffusion, the electric 
potential is determined so that no current flows across the junction in the dark and in the 
thermal equilibrium. The region where the built-in electric field is formed is called depletion 
region (also called space charge region). The regions before and after the depletion region 
where there is no electric field are called neutral region. 
When the photodiode is irradiated by photons, photons are transmitted through the oxide 
layer, reach the silicon substrate and exponentially decay in intensity in a rate determined 
by the wavelength while producing electron-hole pairs. Carriers photo-generated in the 
depletion region are swept by the built-in field and flow as a drift current.  
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2.3 I-V characteristics 
Current-voltage characteristics of a photodiode is given by 
 exp 1L s
eV
I I I
nkT
⎡ ⎤⎛ ⎞= − −⎢ ⎥⎜ ⎟⎝ ⎠⎣ ⎦
 (2.5) 
where, I is the current that flows in an external circuit, IL the light-generated current, V  the 
forward voltage across the diode, Is the saturation current, n the ideality factor, k, Boltzman 
constant, and T the junction temperature.  
Curve A in Fig. 1 is such a I-V characteristic under a certain irradiated condition. When the 
radiant power incident to the photodiode is increased, the curve moves outward as shown 
by curve B. When one sees short-circuit current, the current output is increased as a linear 
function of the radiant power (operating point moves along the vertical axis). On the other 
hand, if one sees open-circuit voltage, the voltage output is increased as a logarithmic 
function of the radiant power (operating point moves along the horizontal axis).  
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Fig. 1. Current-voltage characteristics of a virtual photodiode to illustrate its measuring 
conditions. See text for details. 
Actual operating condition always lies between these two extremes. For instance, if the load 
resistance is 5 Ω in this example, the operating point is marked by point, p and the operating 
line is shown by the red dotted line, which exhibits non-linear response to the input radiant 
power. If the load resistance is changed to 0.5 Ω, the operating point and operating line 
become to point, q, and the purple dashed line, respectively, which results in relatively 
linear response below the radiant power level approximately corresponding to curve B. 
Therefore, it is important to have low input impedance of the current measurement circuit 
compared to the photodiode shunt resistance for better linear response. On the other hand, 
for the purpose of power generation like solar cells, it is important to match the appropriate 
load resistance to obtain maximum power, whose operating point is shown by point, r, 
which is tangent point to a hyperbolic curve, a locus to give a constant power.  
3. Quantum efficiency calculation model 
In this section, theoretical models to predict and affect spectral quantum efficiency (Hovel, 
H.J., 1975; Saito, T. et al., 1990) and considerations necessary for precise measurements 
(Saito, T. et al., 2000; Saito, T., 2003) are discussed. 
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3.1 Optical structure and model 
It is known that most photodetectors like p-n junction photodiode and Schottky photodiodes 
are optically well-modeled as a sensitive substrate covered by a surface layer as shown in Fig. 
2. Fig. 2 also illustrates beam paths when a photon beam enters a detector surface obliquely. 
Some of the incident photons are reflected at the detector surface. Some other photons can be 
lost due to absorption in a dead layer which is sometimes present in front of the photon-
sensitive volume. Since reflectance for p-polarization is usually different from reflectance for s-
polarization, transmittance through the surface and the dead layer into the photon-sensitive 
volume differs for s- and p-polarized radiation. Therefore, detectors placed obliquely to the 
incident radiation are usually considered to be polarization-sensitive. 
 
Surface 
layer
Sensitive 
volume
Photodiode
Rs
Photon beam
Rp
Ts 
Tp
As 
Ap
 
Fig. 2. Optical model for semiconductor photodiodes and possible paths of photon beams. R: 
reflectance, A: absorptance in the surface layer, T: transmittance through the surface layer 
to the sensitive volume. Subscript s&p: polarization components s&p. 
We have already seen that external quantum efficiency is related to internal quantum 
efficiency by Eq. (2.4). To distinguish intrinsic and extrinsic property of internal quantum 
efficiency, we modify Eq. (2.4) by introducing carrier collection efficiency, C, and intrinsic 
internal spectral quantum efficiency, η'int, as follows. 
 ηext= CTη'int (3.1) 
As we will see in the following sections, C and T can be calculated as a function of 
wavelength. For T, angular and polarization dependence can also be calculated. Therefore,  
ηext can be estimated by assuming simplified η'int dependence or by using independent 
experimental results of η'int.  
3.2 Intrinsic quantum efficiency 
The ideal internal quantum efficiency is unity until the photon energy becomes, at least, two 
times the band-gap of the semiconductor used, and it begins to exceed 1 because of the 
impact ionization (Alig, R.C. et al., 1980). Geist et al. proved in their work on self-calibration 
that the spectral internal quantum efficiency is very close to unity in the wavelength range 
approximately from 400 nm to 800 nm (Geist, J. et al., 1979). Although the actual spectral 
internal quantum efficiency is, in reality, is lower than unity mainly due to surface 
recombination, the loss can be estimated by a simple saturation measurement by applying a 
retarding potential using liquid electrode to prevent minority carriers from diffusing to the 
interface between the silicon layer and its oxide layer.  
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On the other hand, in the higher photon energy region such as γ-ray region where quantum 
efficiency exceeds unity due to impact ionization, it is known that average energy, ε, 
required to create an electron-hole pair becomes almost constant to the photon energy, Ep 
(Ryan, R.D., 1973). In other words, the internal spectral responsivity becomes constant or the 
internal spectral quantum efficiency becomes proportional to the photon energy. 
As a rough approximation, behaviors of internal spectral responsivity and the internal 
spectral quantum efficiency in the entire photon energy range are given by the following 
equations and are illustrated in Fig. 3 as a function of wavelength or photon energy. 
 int
1 ( )
/ ( )
E
E E
εη ε ε
≤⎧′ = ⎨ ≥⎩
 (3.2) 
 int
1 / ( )
1 / ( )
E E
s
E
ε
ε ε
≤⎧′ = ⎨ ≥⎩
 (3.3) 
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Fig. 3. Simplified spectral dependence of intrinsic internal spectral responsivity, s’int, and 
quantum efficiency, η’int expressed in all possible combinations as a function of wavelength, 
λ, and photon energy, E. (a): s’int(λ ), (b): s’int(E), (c): η’int (λ), and (d): η’int (E). 
3.3 Optical losses 
The optical losses are classified, as illustrated in Fig. 2, into the loss of photons due to reflection 
from the surface, due to absorption in a dead layer in front of the sensitive region, and due to 
transmission through the sensitive region. The last case only occurs when the photon 
absorption coefficient is small and therefore it is negligible in the UV or VUV region because of 
the strong absorption. Among the optical losses, the reflection loss can be determined also by a 
simple reflectance measurement. However, the absorption loss cannot be determined by 
experiment. If the optical constants of the composing materials and the geometry are known, 
the optical losses can be evaluated by calculation based on the optical model.  
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Consider that a photodiode is placed in vacuum ( 0 1n =# ) and is composed of a slab of 
semiconductor ( 2 2 2n n ik= −# , where n2 is a real part and k2 is an imaginary part of the 
optical constant) whose thickness is large compared to the absorption length of photons 
considered, and a film ( 1 1 1n n ik= −# ) with thickness, d, on the slab. When the angle of 
incidence on the photodiode is φ0, transmittance, T, reflectance, R, and absorptance, A, of the 
film are given by the following equations: 
 * ,T ct t= #  (3.4) 
 * ,R r r= # #  (3.5) 
 1 ,A R T= − −  (3.6) 
 1 2 1
1 2 1
exp( / 2)
,
1 exp( )
t t i
t
r r i
δ
δ
−= + −
## ## ## #  (3.7) 
 1 2 1
1 2 1
exp( )
,
1 exp( )
r r i
r
r r i
δ
δ
+ −= + −
## ## ## #  (3.8) 
 1 1 1 14 cos / ,n dδ π φ λ=# ##  (3.9) 
where mr#  and mt#  (m=1, 2) are Fresnel’s coefficients defined for s- and p-polarization as 
 1 1
,
1 1
cos cos
,
cos cos
m m m m
m s
m m m
n n
r
n n
φ φ
φ φ
− −
− −
−= +
# ## ## # ## #  (3.10) 
 1 1
,
1 1
cos cos
,
cos cos
m m m m
m p
m m m
n n
r
n n
φ φ
φ φ
− −
− −
−= +
# ## ## # ## #  (3.11) 
 1 1
,
1 1
2 cos
,
cos cos
m m
m s
m m m
n
t
n n
φ
φ φ
− −
− −
= +
### # ## #  (3.12) 
 1 1,
1 1
2 cos
,
cos cos
m m
m p
m m m
n
t
n n
φ
φ φ
− −
− −
= +
### # ## #  (3.13) 
Refraction angles are given by the following Snell’s formula, 
 1 1sin sin .m m m mn nφ φ− − =# ## #  (3.14) 
The coefficient c in Eq. (3.4)  is given separately for s- and p-component by 
 
2 2
0 0
*
2 2
*
0 0
Re( cos )
for s-componet
Re( cos )
Re( cos )
for p-componet
Re( cos )
n
n
c
n
n
φ
φ
φ
φ
⎧⎪⎪= ⎨⎪⎪⎩
##
##
##
##
 (3.15) 
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An example of the calculation results for normal transmittance, T, absorptance, A, and 
reflectance, R, of a Si photodiode which has a 30 nm-thick SiO2 on Si, is shown in Fig. 4. 
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Fig. 4. Calculated spectra of transmittance (T), reflectance (R) and absorptance (A) for 30 nm-
thick SiO2 film on Si. 
The detector is almost insensitive in the range from 60 to 120 nm due to the absorption by 
the SiO2 layer. The major loss mechanism of photons is absorption below about l20 nm, and 
reflection above 120 nm. In the longer wavelength region, a change in thickness of the SiO2, 
layer greatly alters the shape of the transmittance and reflectance curves due to the 
interference effect. For other examples including angular dependence and comparisons with 
experiments, see Section 4. 
3.4 Carrier recombination loss 
Hovel reported on carrier transport model in solar cells as a function of absorption 
coefficient of the incident radiation (Hovel, H.J., 1975). Carrier collection efficiency for 
photodiodes is given as a function of wavelength via absorption coefficients based on his 
model. Suppose that an n-on-p photodiode is irradiated by monochromatic radiation of 
wavelength λ. Carrier collection efficiency, ( )C λ , which is defined by collected number of 
carriers divided by number of photo-generated carriers, is given by 
 ( ) ( ) ( ) ( )p dr nC C C Cλ λ λ λ= + +  (3.16) 
where ( )pC λ , ( )drC λ , and ( )nC λ  are carrier collection efficiencies contributed from the 
front region before the depletion region by hole current, from the depletion region, and from 
the rear region after the depletion region by electron current, respectively. Each contribution 
is given by the following equations. 
2 2
exp( ) cosh sinh
( ) exp( )
1
sinh cosh
p p p p j j
p j
p p p pp
p p j
p p j jp
p p p
S L S L x x
L x
D D L LL
C L x
S L x xL
D L L
α ααλ α αα
⎡ ⎤⎛ ⎞⎢ ⎥⎜ ⎟+ − − +⎜ ⎟⎢ ⎥⎝ ⎠= − −⎢ ⎥− ⎢ ⎥+⎢ ⎥⎢ ⎥⎣ ⎦
 (3.17) 
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 ( ) exp( ) 1 exp( )dr j jC x xλ α α⎡ ⎤= − − −⎣ ⎦  (3.18) 
2 2
' '
cosh exp( ') sinh exp( ')
( ) exp ( )
' '1 sinh cosh
n n
n
n n nn
n j n
n nn
n n n
S L H H
H L H
D L LL
C x W L
S L H HL
D L L
α α ααλ α αα
⎡ ⎤⎛ ⎞− − + + −⎢ ⎥⎜ ⎟⎢ ⎥⎝ ⎠⎡ ⎤= − + −⎢ ⎥⎣ ⎦− +⎢ ⎥⎢ ⎥⎣ ⎦
 (3.19) 
Here, notations are as follows. α: absorption coefficient of the substrate, xj: junction depth 
from the substrate surface, Lp: hole diffusion length in the front region before the depletion 
region, Dp: hole diffusion coefficient in the front region before the depletion region, W: 
width of depletion region, H’: width of the p-base neutral region after the depletion region. 
Calculation results for a p-on-n silicon photodiode are shown in Fig. 5. Parameters used are 
as follows; xj=200 nm, Ln= 20 μm, Dn=2.6 cm2/s, W=9.6 μm, Lp =150 μm, Dp=12 cm2/s, 
Sp=105 cm/s, and H'=300 μm.  
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Fig. 5. Calculated carrier collection efficiency spectra for a silicon photodiode. (a): Total (C) 
and each contribution from the front region (Cf), deletion region (Cdr), back region (Cb). (b): 
As a function of surface recombination velocity. 
As explained before, spectral dependence is brought only by the change in absorption 
coefficient of the semiconductor as a function of wavelength. Corresponding to the strong 
absorption about from 60 nm to 400 nm, collection efficiency is steeply dropped. It is known 
that decrease in collection efficiency becomes nearly saturated after reaching a certain level 
of absorption. It is clear that contribution from the front region is dominant in most of the 
spectral range, especially in the region mentioned above. For such a situation, one of the 
most important parameters to govern the efficiency is the surface recombination velocity. As 
Fig. 5 (b) shows, contrary to the large difference in efficiency in the UV, change in the 
surface recombination velocity affects little the efficiency in the visible.  
3.5 Fluorescence-, Photoemission-losses etc. 
There are some other possible factors that are not included in the above-mentioned 
theoretical model. One of the factors is an energy loss by fluorescence from the composing 
materials of a photodiode, which is likely to happen in the UV and VUV. Compared to the 
case without fluorescence, absorbed energy is decreased by emitting fluorescence and 
(a) (b)
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therefore the detector photocurrent may be lower than expected in a certain condition. 
However, if the detector is more sensitive to the longer wavelength, it is also possible that 
the detector photocurrent is larger than expected by receiving the fluorescence. For instance, 
if the covering glass emits fluorescence, the detector even becomes sensitive to the shorter 
wavelength radiation than the glass cut-on wavelength, where glass transmittance is zero. 
Another important factor also typical in the UV&VUV is photoemission contribution (Saito, 
T., 2003; Saito, T. et al., 2005a). The situation is similar to the fluorescence since both cases 
are possible, increase and decrease in detector response depending on the measurement 
conditions. In a spectral region when a photon is able to cause electron photoemission, one 
should note the photoemission current contribution and a difference in the photodiode 
photocurrent depending on the polarity of the current measurement. 
Fig. 6 illustrates typical photodiode measurement setups in the VUV region. Photoelectrons 
emitted from the front surface of the photodiode form a photoemission current circuit 
(denoted by ie) in addition to the generally intended signal of the internal photocurrent, ii, 
generated by the photodiode. In configuration (a), an electrometer is inserted between the 
ground and the front electrode of a photodiode. When the switch, SW, is kept open, the 
current measured by the electrometer, i, becomes i = ie. 
Since photoelectrons usually have non-zero kinetic energies, ie is observable even when U = 
0. When SW is closed the current measured by the electrometer, if, becomes if = ii + ie. 
We should note that the measured current includes the photoemission current in this 
configuration. When the front of the photodiode is p-type, both ie and ii have the same sign 
(positive) and therefore the sum is additive. On the other hand, when the front is n-type, 
which happens for an n-on-p type photodiode, note that the sum of ii and ie becomes 
subtractive (ii < 0 while ie > 0). 
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Fig. 6. Measurement circuits to illustrate difference in photocurrent due to photoemission 
depending on the location of the electrometer (A). (a) Rear grounding configuration: the 
electrometer sensing terminal is connected to the front electrode of the photodiode. For 
direct measurement of the photoemission current, the switch SW is set to open. (b) Front 
grounding configuration: the electrometer sensing terminal is connected to the rear 
electrode of the photodiode. 
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In configuration (b), an electrometer is inserted between the ground and the rear electrode 
of a photodiode. The current measured by the electrometer, ir , becomes ir = −ii. Note that the 
photoemission current is not included and only the internal photocurrent generated by the 
photodiode is measured in this configuration. Also note that ir < 0 for p-on-n type and ir > 0 
for n-on-p type. 
3.6 External quantum efficiency 
If we assume the simplified spectral dependence of the intrinsic quantum efficiency by Eq. 
(3.2), the external spectral quantum efficiency in the entire spectral range are given by 
applying Eq. (3.2) to Eq. (3.1) and becomes as follows. 
 
( )
/ ( )ext
CT E
CTE E
εη ε ε
≤⎧= ⎨ ≥⎩
 (3.20) 
Similarly, external spectral responsivity is given by 
 
/ ( )
/ ( )ext
CT E E
s
CT E
ε
ε ε
≤⎧= ⎨ ≥⎩
 (3.21) 
Careful comparison for silicon photodiodes in the VUV range between the model 
calculation results with the experimental ones revealed there exists a case that large 
discrepancy can happen. In the spectral region where there is absorption in the silicon 
dioxide layer, measured quantum efficiencies of silicon photodiode are usually higher than 
those predicted by the above optical model. The measured data rather fit well to a 
calculation in which charge injection from the oxide layer to the silicon substrate is taken 
into account as shown below: 
 ( ) / ( )ext aC T xA E E Eη ε ε= + ≥ >  (3.22) 
where Ea is the photon energy where absorption by the oxide starts and x is an arbitrary 
parameter to represent the degree of charge injection and is typically 0.3, which was 
reported to be the best value to fit to some experimental data (Canfield, L.R. et al., 1989).  
4. Spectral properties of photodiodes 
We conducted a number of comparisons between the theoretical model and experiments 
covering most of the related characteristics like spectral dependence (Saito et al., 1989; 1990) 
and angular/polarization dependence (Saito et al., 1995; 1996a; 1996b). To check more 
precisely, we have measured spectral responsivities of silicon photodiodes for both p- and s-
polarization components by using a Glan-laser prism before the detector, as a function of the 
angle of incidence (Saito, T. et al., 2010). 
4.1 Spectral responsivity 
Fig. 7 shows measured spectral dependence of various kinds of photodiodes expressed in 
spectral responsivity (a) and in spectral quantum efficiency (b). The detector having the 
highest quantum efficiency of nearly unity is a silicon trap detector (Ichino, Y. et al., 2008), 
which consists of three silicon photodiodes to reduce the overall reflection loss. The 
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difference between the two Si photodiodes, A and B, mainly originates from the difference 
in the oxide thickness; that of A is about 30 nm, which is much thinner than that of B. The 
PtSi photodiode was developed to realize better stability for the UV use by forming a 
Schottky barrier contact of PtSi to Si (Solt, K. et al., 1996). As this spectrum shows, special 
care should be paid to avoid stray light contribution because the detector is much more 
sensitive to the radiation having longer wavelength than the one in the region of interest 
(UV).  
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Fig. 7. (a): Measured spectral responsivities of various kinds of detectors. (b): Spectral 
quantum efficiency representation of the same results of (a). 
To minimize the stray light contribution, it is the best to use a detector having narrower 
spectrum bandwidth, which can be realized by using wider bandgap semiconductors such 
as a GaAsP photodiode as shown here. A number of developments for better stability and 
solar-blindness have been reported by using various kind of wide bandgap materials like 
diamond (Saito, T. et al., 2005a; Saito, T. et al., 2005b; Saito, T. et al., 2006), AlN, AlGaN, 
InGaN etc. (Saito, T. et al., 2009a; Saito, T. et al., 2009b). 
To check the validity of the calculation model described in Chapter 3, a number of 
comparisons have been conducted in the wide wavelength range from 10 nm to 1000 nm. 
One of the results for a silicon photodiode (Hamamatsu S1337 windowless type) is shown in 
Fig. 8 (For the intrinsic internal quantum efficiency of silicon, a separate experimental data 
was used below 360 nm instead of assuming the simplified spectral dependence of Eq. 
(3.2).). Excellent agreement was obtained especially in the visible; the calculated results 
agree within 0.04 % with the experiments at laser lines from 458 nm to 633 nm.  
The theoretical model was also applied to a Schottky type GaAsP photodiode (Hamamatsu 
G2l19) that consists of a l0 nm-thick Au layer on a GaAs0.6P0.4 substrate. Similarly, 
satisfactory agreements were obtained in the wavelength range from 100 nm to 300 nm 
(Saito et al., 1989). 
4.2 Angular and polarization dependence 
In this section, we are showing comparative results between the calculation and 
experiments. Experiments were carried out by measuring spectral quantum efficiency for a 
Si photodiode (Hamamatsu S1337-11 windowless type) in underfill condition as a function 
of the angle of the incidence using p- and s-polarized monochromatized beam. 
(a) (b)
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Fig. 8. Comparison between the measured external quantum efficiency of a Si photodiode 
and the calculated one. 
Fig. 9 (a) shows such comparison results at the wavelength of 555 nm for the underfill 
condition. Note that excellent agreements are obtained without any adjustment in scale (no 
normalization was applied for the absolute values in the calculation). Slight smaller values 
for experiments can be explained by carrier recombination (whose correction was not 
applied in this case). 
Since there is no absorption in the oxide layer at this wavelength, it is obvious that the 
increase in efficiency for p-polarization is caused by the decrease in reflectance for p-
polarization and vice versa for s-polarization. If the incident radiation is unpolarized, the 
increase in responsivity for p-polarization is nearly cancelled out by the decrease for s-
polarization except in the vicinity of π/2. As discussed in section 3.1, the same consequence 
is valid for any polarization state of the incident radiation if there is an axial symmetry in 
the angular distribution of the beam. 
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Fig. 9. Calculated quantum efficiencies at the wavelength of 555 nm of Si photodiode with a 
30 nm-thick SiO2 layer for p-, s-polarized and unpolarized radiation. (a): In underfill 
condition. Measured data are also shown by marks. (b): In overfill condition. Ideal cosine 
response is also shown by black solid curve. 
(a) (b)
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Results converted from the underfill condition to overfill condition is shown in Fig. 9 (b). As 
expected, it results in rather good angular response close to the cosine response except in the 
vicinity of π/2. 
The behavior of angular dependence seen above seems to be similar to those for a well-
known single boundary system. However, it does not always hold for this kind of system 
with more than two boundaries. The situation greatly changes in the UV. Fig. 10 (a) shows 
the results at the wavelength of 255 nm on the same silicon photodiode as a function of the 
angle of incidence for the underfill condition (the relative scale for the calculation was 
adjusted so as to agree to the experimental one to take into account of the carrier 
recombination and impact ionization). Angular dependence of both for p- and s-polarization 
becomes almost identical. This never happens for a single boundary system but can happen 
for such a layered structure with a certain combination of optical indices of a surface layer 
and a substrate.  
Results converted from the underfill condition to overfill condition are shown in Fig. 10. 
Since no cancellation occurs between the responses for p- and s-polarization, it results in 
large deviation from the cosine response for overfill condition as shown in Fig. 10 (b).  
4.3 Spectral dependence of polarization property 
Spectral properties of photodiodes are mainly affected by a change in transmittance to the 
substrate (sensitive region) through the change in complex refractive indices of the 
composing materials. In the visible spectral region, refractive indices of both SiO2 and Si do 
not change much. In contrast, in the UV region, most materials exhibit steep change in 
optical indices.  
Therefore, we have investigated the spectral behaviour of the polarization sensitivity, which 
we define as the spectral quantum efficiency at oblique incidence divided by the one at 
normal incidence. Both the experimental and calculated results for the Si photodiode (S1337-
11) at the angles of incidence of 30° and 60° are shown in Fig. 11  
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Fig. 10. Calculated quantum efficiency at the wavelength of 255 nm of Si photodiode with a 
30 nm-thick SiO2 layer for p- (in blue), s- (in red) polarized and unpolarized radiation (in 
green). (a): In underfill condition. Measured data are also shown by marks. (b): In overfill 
condition. Ideal cosine response is also shown by black solid curve. 
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Fig. 11. Spectral dependence of polarization sensitivity at the angles of incidence of 30° and 
60°. Experimental results and the calculated ones are shown by marks and lines, respectively 
for p- and s-polarizations. η is quantum efficiency at oblique incidence and η0 the one at 
normal incidence. 
Again, good agreements are obtained except for the near IR region. The deviation of the 
experimental data from the calculation in the near IR is highly likely to be caused by 
reflection (absorption becomes much weaker as the wavelength increases) by the backside of 
the Si substrate which was not taken into account in the model. 
As expected, while there is no steep change in the visible spectra, the spectra in the UV 
shows complicated behaviour. At the wavelength of about 200 nm, s-polarization sensitivity 
is higher than p-polarization sensitivity, which is completely opposite to the behaviour in 
the visible and this never happens either for a single boundary system but is unique 
phenomenon for the layered structure. 
As already shown in Fig. 10 (a), in-between the two regions, there exists a wavelength, 
where both polarization sensitivities become almost equal at any angle of incidence. 
4.4 Divergence dependence 
To experimentally measure photodiode response dependence on incident beam divergence, 
it is difficult to guarantee if the radiant power of the beam remains constant when the beam 
divergent is changed by a certain optical setup. Therefore, in this section, results of 
photodiode response dependence on incident beam divergence are given theoretically. The 
optical model used has been proved to be reliable enough in many spectral and 
angular/polarization measurements, as seen in the previous sections.   
The calculation of photodiode response for a divergent beam (Saito et al., 2000) is made by 
integration of the responses for s- and p-polarization over a hemisphere (or over an apex 
angle of the cone-shaped incident beam) based on the following formula that gives relative 
response to the one for a collimated beam:  
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πθ θ θ θ θ= + −∫  (4.1) 
where Tsr (Tpr) is the relative transmittance for s-polarization (p-polarization) normalized by 
the transmittance at normal incidence,  g(θ) the angular distribution function, θ the angle of 
the incidence of a ray in the beam, and a the weighting factor for s-polarization component 
relative to p-component, which is set to 0.5 in this paper because of the following 
assumption. We assume that the incident beam has an axial symmetry around the principal 
axis of the beam, which is normal to the detector surface. Eq. (4.1) can also be used for the 
case when there is oxide charge contribution by using Tsr+xAsr (or Tpr+xApr) instead of Tsr 
(Tpr), where Asr (Apr) is the relative absorption in the oxide layer for s-polarization (p-
polarization).  
The calculations are conducted for two types of angular distributions: an isotropically 
distributed beam within a cone of rays with a certain apex angle and a beam with Gaussian 
angular distribution that is expressed by the following equation,  
 
2
22
1
( )
2
g e
θ
σθ π σ
−= ⋅⋅  (4.2)                          
where σ is the standard deviation of the angular distribution of the beam. 
Fig. 12 shows the angular integrated relative response, f(θ) in Eq. (4.1), with oxide charge 
contribution, x=0.3, of a Si photodiode with a 27 nm-thick oxide layer for the isotropic beam 
and the beam with Gaussian angular distribution. The results are shown as the ratios of the 
responses for the beam cone with half apex angle or standard deviation of 15°, 30°, 45° and 
60° to those for the collimated beam. For both beam distributions, a divergent beam usually 
gives a lower response than that for a collimated beam except for the spectral region 
approximately from 120 to 220 nm.  
 
 
Fig. 12. Ratio spectrum of detector response for a divergent beam to the one for a parallel 
beam derived by angle-integration of the responses of a Si photodiode with a 27 nm-thick 
oxide layer. (a): For an isotropic beam with half apex angle of the beam cone of 15°, 30°, 45° 
and 60°. (b): For a beam with Gaussian angular distribution with standard deviation angle 
of 15°, 30°, 45° and 60°. 
Similar results for a Si photodiode with an 8 nm-thick oxide layer, which also includes the 
oxide charge contribution with x =0.3 are shown in Figure 13 for the isotropic beam and the 
(a) (b)
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beam with Gaussian angular distribution. Compared to the case of the 27 nm oxide, the 
spectral region where f(θ) exceeds unity is narrower, shifts to the shorter wavelength and its 
peak becomes much lower. 
 
  
Fig. 13. Ratio spectrum of detector response for a divergent beam to the one for a parallel 
beam derived by angle-integration of the responses of a Si photodiode with an 8 nm-thick 
oxide layer. (a): For an isotropic beam with half apex angle of the beam cone of 15°, 30°, 45° 
and 60°. (b): For a beam with Gaussian angular distribution with standard deviation angle 
of 15°, 30°, 45° and 60°. 
4.5 Linearity 
Nonlinearity is caused partly by a detector itself and partly by its measuring instrument or 
operating condition; the last factor was discussed in section 2.3. The most common method 
to measure the nonlinearity is the superposition method (Sanders, C.L., 1962) that tests if 
additive law holds for the photodetector outputs corresponding to the radiant power inputs. 
One of the modified methods easy to use is AC-DC method (Scaefer, A.R. et al., 1983). We 
further modified the AC-DC method and applied to measure various kinds of photodetctors 
as a function of wavelength. 
Fig. 14 illustrates measurement setup to test the detector linearity. A detector under test is 
irradiated by two beams; one is chopped (AC modulated) monochromatized radiation and 
the other is continuous (DC) non-monochromatized radiation. Measurement is carried out 
by simply changing the DC-radiation power level while the AC-radiation amplitude is kept 
constant.  If the detector is ideally linear, AC component detected by the detector and read 
by the lock-in amplifier remains the same. If it changes as a function of the DC-radiation 
power level, the results directly shows the nonlinearity.  
Measurement results for three different types of silicon photodiodes as a function of 
wavelength are shown in Fig. 15. Tested photodiodes are Hamamatsu S1337, UDT UV100,  
and UDT X-UV100. Spectral responsivity spectra of the first two correspond to the curves of 
Si photodiode (A) and Si photodiode (B), respectively (There is no curve for X-UV100 but its 
curve is close to the one of Si photodiode (B)). Surprising result is that UV-100 and X-UV100 
exhibit quite large nonlinearity (more than 20 % for 10 μA) at the wavelength of 1000 nm. 
For the rest of data, nonlinearity was found to be mostly within 0.2 % (nearly comparable to 
the measurement uncertainty). Such a rising nonlinearity to the increased input radiant 
power is called superlinearity and is commonly found for some photodiodes. Completely 
opposite phenomenon called sublinearity also can happen at a certain condition, for 
(a) (b)
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instance, due to voltage drop by series resistance in a photodiode, or due to inappropriate 
high input impedance of measuring circuit compared to the photodiode shunt resistance (as 
discussed in 2.3). Compared to sublinearity, superlinearity may sound strange. The key to 
understand this phenomenon is whether there is still a space for the detector quantum 
efficiency to increase. Fig. 1 (b) clearly suggests that for UV-100 and X-UV100 quantum 
efficiency at 1000 nm is much lower than each maximum and than that of S1337. Contrary, 
for S1337, since the internal quantum efficiency at 1000 nm is still relatively high, near to 1, 
there is no space for the detector to increase in collection efficiency and thus it results in 
keeping good linearity even at 1000 nm. Therefore, important point to avoid nonlinear 
detector is to look for and use a detector whose internal quantum is nearly 100 %. 
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Fig. 14. Schematic diagram for linearity measurement based on AC-DC method. W Lamp: 
Tungsten halogen lamp, Si PD: silicon photodiode, I-V Converter: Current-to-voltage 
converter. 
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Fig. 15. Linearity measurement results for three Si photodiodes at the wavelengths of 300 
nm, 550 nm and 1000 nm each. Note that two curves of UV100 and X-UV100 at 1000 nm 
refer to the right scale and the others refer to the left one. 
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4.6 Spatial uniformity 
Spatial non-uniformity sometimes becomes large uncertainty component in optical 
measurement, especially for the use in an underfill condition. As an example, Fig. 16 shows 
spatial non-uniformity measurement results on a Si photodiode (Hamamatsu S1337) as a 
function of wavelength. 
 
250 nm 270 nm 300 nm
500 nm 900 nm 1100 nm  
Fig. 16. Spatial uniformity measurement results for a Si photodiode as a function of 
wavelength. Contour spacing is 0.2 %. 
It clearly shows that uniformity is also wavelength dependent as expected since absorption 
strongly depends on the wavelength. Except the result at the wavelength of 1000 nm, the 
result of 300 nm exhibits the largest non-uniformity (the central part has lower quantum 
efficiency). It is about 300 nm (more precisely 285 nm) that silicon has the largest absorption 
coefficient of 0.239 nm-1 (absorption length=4.18 nm) and results in large non-uniformity. It 
is likely the non-uniformity pattern in the UV is the pattern of surface recombination center 
density considering the carrier collection mechanism. 
Absorption in the visible becomes moderate enough for photons to reach the depletion 
region and therefore, as seen in Fig. 5 (a), carrier generation from the depletion region 
becomes dominant. Consequently, probability to recombine at the SiO2-Si interface becomes 
too low to detect its spatial distribution and result in good uniformity. 
The non-uniformity at 1100 nm is exceptionally large (only the central point has sensitivity) 
and the pattern is different from the pattern seen in the UV.  
4.7 Photoemission contribution 
 For quantitative measurements, it is important to know how large the photoemission 
current contribution is relative to its internal photocurrent. Fig. 17 (a) is an example of a 
spectrum of the photoemission current (ie) divided by its internal photocurrent (ir) for the 
same silicon photodiode, IRD AXUV-100G. The ratio of the photoemission current to the 
internal photocurrent exceeds 0.07 in the wavelength range from 100 nm to 120 nm.  
Also shown in the figure are absorption coefficients of the component materials, silicon and 
silicon dioxide, derived from (Palik, E.D., 1985).  
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A similar measurement was carried out for a GaAsP Schottky photodiode, Hamamatsu 
G2119. The result is shown in Fig. 17 (b) together with the absorption coefficient spectra of 
gold (Schottky electrode) and GaAs (instead of GaAs0.6P0.4). The ratio has a larger peak of 
0.26 than that for a silicon photodiode at about 100 nm.  
Both results show that the photoemission contribution is significant in a wavelength region 
a little below the threshold where photoemission begins to occur. Therefore, it is important 
to specify the polarity of current measurement in this wavelength region. On the other hand, 
the results also imply that such enhancements are rather limited to a certain spectral range. 
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Fig. 17. Spectrum of photoemission currents (extraction voltage = 0) divided by internal 
photocurrents. (a): For a silicon photodiode, IRD AXUV-100G. Also, absorption coefficient 
spectra of silicon and silicon dioxide are shown. (b): For a GaAsP Schottky photodiode, 
Hamamatsu G2119, Also, absorption coefficient spectra of gold (Schottky electrode) and 
GaAs (instead of GaAsP) are shown. 
5. Conclusion 
The loss mechanisms in external quantum efficiency of semiconductor photodiodes can be 
classified mainly as carrier recombination loss and optical loss. The proportion of surface 
recombination loss for a Si photodiode shows a steep increase near the ultraviolet region 
and becomes constant with respect to the wavelength. The optical loss is subdivided into 
reflection loss and absorption loss.  
The validity of the model was verified by comparison with the experiments not only for 
quantum efficiency at normal incidence but also for oblique incidence by taking account of 
polarization aspects. The experimental and theoretical results show that 
angular/polarization dependence does not change much as a function of wavelength in the 
visible but steeply changes in the UV due to the change in optical indices of the composing 
materials. Excellent agreements are obtained for many cases absolutely, spectrally and 
angularly. Therefore, it was concluded that the theoretical model is reliable enough to apply 
to various applications such as quantum efficiency dependence on beam divergence. The 
calculation results show that divergent beams usually give lower responses than those for a 
parallel beam except in a limited spectral region (approximately 120 nm to 220 nm for a Si 
photodiode with a 27 nm-thick SiO2 layer). 
For other characteristics such as spectral responsivity, linearity, spatial uniformity, and 
photoemission contribution, experimental results were given. The results show that all the 
characteristics have spectral dependence, in addition to the fore-mentioned recombination 
(a) (b)
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and angular properties. Therefore, it is important to characterize photodiode performances 
at the same wavelength as the one intended to use. 
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